Total hip arthroplasty (THA) is an effective treatment for various hip diseases that do not respond to conservative or other operative management.[@B1] However, there may be substantial complications after THA.[@B2],[@B3],[@B4] Among them, wear cannot be completely prevented by any treatment method.[@B5],[@B6] If severe polyethylene (PE) liner wear develops, the so-called catastrophic failure occurs and the head component could come in contact with the acetabular metal shell. This condition causes unexpected friction between the head and acetabular components. If either of these two components is made of a metal, metal wear particles will be generated in addition to PE wear particles, and thus, \'metallosis\' develops.[@B7],[@B8],[@B9] Metallosis is a term used to describe the infiltration of metallic wear debris into the periprosthetic structures, including soft and bony tissues.[@B7] Wear particles provoke an immunologic reaction, leading to osteolysis followed by aseptic implant loosening.[@B10] Osteolysis in the presence or absence of aseptic loosening may require reoperation or revision THA.[@B11]

We postulated that the longevity of the new implant may be affected after revision surgery for metallosis following a catastrophic failure of a PE liner because of the substantial amount of PE wear particles and infiltration of the metal particles in this catastrophic condition.

In this study, we evaluated the clinical characteristics and the survival rate of revision THA performed in patients with metallosis following a catastrophic failure of a PE liner. This study addresses two research questions. First, does metallosis following a catastrophic failure of a PE liner affect the results of revision THA? Second, is there a reliable factor for predicting the results of revision THA in patients with metallosis?

METHODS
=======

Study Design
------------

This was a case series investigating the results of treatment (level IV).

Patients
--------

We identified 27 hips in 27 patients who underwent revision THA and showed metallosis from a catastrophic failure of a PE liner in their hip joints during revision THA among all the patients who underwent revision THAs in Seoul National University Hospital between January 1996 and August 2004. One patient died 7 days after revision THA due to cardiac arrest. Three patients were lost to follow-up during the 5 years period after surgery and could not be reached by telephone or mail. Excluding these 4 patients, 23 patients (12 men and 11 women) had THA at the average age of 38.4 years (range, 15 to 63 years), had index revision THAs at the average age of 48.1 years (range, 23 to 78 years) and the average interval between THA and revision THA was 9.7 years (range, 4.0 to 14.2 years). Patients were followed for at least 6.5 years after the index revision THA (average duration of follow-up, 12.5 years; range, 6.5 to 18.0 years). Nineteen of the 23 hips underwent clinical and radiographic evaluations and four hips underwent clinical evaluation only, which was conducted over the telephone and with a questionnaire sent by mail.

The initial cause of primary THA was osteonecrosis of the femoral head in 7 patients, degenerative arthritis in 5 patients, Legg-Calve-Perthes disease sequelae in 3 patients, developmental dysplasia of the hip in 2 patients, infection sequelae in 2 patients, tuberculosis sequelae in 1 patient, developmental coxa valga in 1 patient, dysplasia in 1 patient, and rheumatoid arthritis in 1 patient. Metal-on-PE bearings were used for primary THA in 22 patients, and ceramic-on-PE bearing was used in 1 patient. Nineteen THAs were done in our hospital and their implants were the AML hip system (DePuy, Warsaw, IN, USA) in 8 hips and Osteonics hip system (Stryker, Kalamazoo, MI, USA) in 11 hips. Liners of these 19 THAs were conventional PE. Implants of remaining 4 hips are not identifiable because the THAs were performed at other hospitals and the corresponding medical records were insufficient. Considering the time of the primary THAs (1988, 1994, 1995, and 1996), the unidentifiable 4 liners probably were conventional PE.

The revision THAs were performed due to osteolysis without loosening in 21 hips and osteolysis with loosening of the cup in 2 hips. Two hip surgeons who had more than 15 years of experience with hip operations each, performed all the revision THAs. The bubble sign, which is known to be related with metallosis, was observed in 10 hips on plain radiographs taken before revision THAs.[@B12] The extent and location of the osteolysis were evaluated on preoperative radiographs, and bone deficiency around the cup and stem was categorized according to the system of the American Association of Orthopaedic Surgeons.[@B13],[@B14] Osteolysis was defined as periprosthetic cystic or scalloped lesions with a diameter exceeding 2 mm that had not been noted on the immediate postoperative radiograph.[@B15],[@B16] Among the 23 hips, 15 hips showed type III acetabular defects. Type II acetabular defects were observed in 7 hips, and a type I acetabular defect was observed in one hip. Osteolysis around the femur was also observed in all 23 hips before revision THAs with type I osteolysis in 6 hips and type II osteolysis in 17 hips. Total revision and cup revision procedures were performed in 13 and 10 hips, respectively. Posterolateral and transtrochanteric approaches were used for revision THAs in 10 hips and in 13 hips, respectively. Cementless acetabular implants were used in 22 hips and an acetabular reinforcement ring was used in one hip for revision THAs. Chang et al.[@B7] classified the severity of metallosis as grade I (mild: black spotting in the soft tissues), grade II (moderate: geographically patterned black stain in soft tissues), and grade III (severe: black spotting throughout the soft tissues and bones). We used the same grading criteria and all 23 hips in this study showed grade III metallosis ([Fig. 1](#F1){ref-type="fig"}) during revision THAs. We irrigated the operative field copiously and removed the functionless black-stained tissue as best we could. Bone grafts were applied to both the acetabular and femoral defects in all hips. During revision surgery, metal-on-PE bearings were used in 12 hips, ceramic-on-ceramic bearings were used in 5 hips, ceramic-on-PE bearings were used in 4 hips, and metal-on-metal bearings were used in 2 hips. Three of 16 PE liners were crossed linked PE and the others were conventional PE.

Clinical and Radiological Evaluation
------------------------------------

Clinical evaluations were performed using Harris hip scores.[@B17] When the patient could not visit the hospital, the evaluation was completed via telephone or by mail. Serial anteroposterior radiologic images were obtained to evaluate the presence of osteolysis or loosening. Radiographs were evaluated by two independent observers, who had completed their residency and fellowship programs and were working as adult hip reconstruction specialists for 22 years and 5 years, respectively, and were well-experienced in assessing the presence of osteolysis and loosening. A change in the angle of more than 4°, or vertical or horizontal migration of more than 3 mm were taken as evidences of an unstable cup.[@B15] Instability of the femoral stem was defined as subsidence or vertical migration of more than 2 mm or a change in the stem angle of more than 2°, on the anteroposterior radiographs.[@B18]

Statistical Analysis
--------------------

Kaplan-Meier survival analysis was performed to assess the implant survival after revision. The 15-year survival rates of revision THA were measured using osteolysis or loosening as the endpoint, respectively. Demographic and clinical variables were compared by using chi-square or Fisher exact tests for categorical variables such as gender, bubble sign, revision type, bearing for revision THA and bony defect severity between patients demonstrating osteolysis or loosening and the others. The *t*-test was also used to compare continuous variables such as age at revision THA and body mass index (BMI). The level of significance was set at *p* \< 0.05.

RESULTS
=======

Two patients died during the study period. They both died of an unrelated medical condition at 6.5 years and 16 years after their revision THA procedures, respectively. One of these two patients could not visit the outpatient clinic due to a geographical reason and did not complain of any hip problems over the phone before death. The other patient died 16 years after the revision THA and used a cane due to hemiplegia from a cerebrovascular attack.

The median Harris hip score increased from 60 points (range, 35 to 89 points) before revision THA to 90 points (range, 3 to 98 points) at the final follow-up ([Fig. 2](#F2){ref-type="fig"}). Three patients reported a decrease in the Harris hip score at the last follow-up. All of the patients underwent re-revision THAs for osteolysis with loosening.

Osteolysis was detected on average 9.3 years (range, 5.3 to 13.5 years) after revision THAs in 13 hips ([Fig. 3](#F3){ref-type="fig"}). Among them, the acetabular cup was loosened an average of 9.8 years (range, 5.7 to 18.3 years) after revision THA in 9 hips. Re-revision of the cup was performed in 5 hips and re-revision of both the cup and stem was performed in 2 of the 9 loosened hips ([Fig. 4](#F4){ref-type="fig"}). In one hip with cup re-revision, cup removal and cutting of the artificial femoral neck were performed due to severe bone loss and vessel injury following cup re-revision due to infection on two occasions. Among the other two patients with loosening, one patient could perform his daily activities with a cane and refused to undergo re-revision surgery. The other patient was recently recommended revision THA, but did not undergo the procedure under the time constraints of this study.

One of the 4 patients in whom osteolysis without loosening was detected underwent a head and liner change with allogeneic bone grafting into the acetabular bone defect. The remaining 3 patients who showed osteolysis around the well-fixed implant did not complain of any discomfort and were followed-up without any further operations. Clinical and radiographic data are summarized in [Table 1](#T1){ref-type="table"} and [Fig. 4](#F4){ref-type="fig"}.

With radiographic evidence of osteolysis and loosening as the end points, the 15-year survival rate was 28.2% (95% confidence interval \[CI\], 8.3 to 52.6) and 56.0% (95% CI, 27.3 to 77.2), respectively ([Fig. 5](#F5){ref-type="fig"}).

Statistical analysis did not reveal that any variables among age at revision THA, gender, BMI, bony defect severity, bubble sign, bearings used for revision THA, and revision type had a significant association with osteolysis or loosening after revision THA.

DISCUSSION
==========

Metallosis from a catastrophic failure of a PE liner is a devastating condition. During our study period, the revision rate was 30.4% after revision THA, which was very high compared to the re-revision rate of other recent studies reporting the results of revision THA in the presence or absence of metallosis.[@B19],[@B20] Moreover, the incidences of osteolysis and loosening after revision THA in this study were 56.5% and 39.1%, respectively, and they were also higher than those in other studies.[@B20]

This study has some limitations that need to be mentioned. First, there was no control group that included patients who had only catastrophic liner wear without metallosis, for comparing and determining the exact effect of metallosis on the results of revision THA. However, this study demonstrated that severe metallosis resulting from catastrophic liner wear by itself is a risk factor for the failure of revision THA. Second, we could not identify any factors which affect the results of revision THA following severe metallosis. Twenty-three cases do not constitute an adequate sample size to allow for analysis of other factors that may affect the results of revision THA. Third, the extent of metallosis or volume of metal wear was not evaluated. Quantification of metallosis or metal wear might give further information on the volumetric effect of the metal problem. In fact, it is difficult to define the margin of metallosis because there is grossly invisible metallic invasion.

During revision THA, all of the hips showed severe metallosis classified as grade III in this study. Bony defects before revision THA were also severe, and acetabular defects were noted in all 23 hips. In contrast, Chang et al.[@B7] reported osteolysis around the acetabular cup in only 24 of 31 hips (77.4%) demonstrating metallosis, and only 4 of these hips showed a type III acetabular defect. Their results were not in agreement with those of the current study, in which 15 of 23 hips showed type III acetabular bony defect.[@B14] This may be related to the mechanism of metallosis. It is known that liner dissociation, catastrophic liner wear, or direct impingement between components, such as shell and stem or shell and screw, can cause metallosis.[@B7],[@B12] Among them, PE liner wear usually does not cause symptoms that are different from those of liner dissociation or restricted motion due to impingement. Metallosis from catastrophic liner wear can continue to progress, generating many PE and metal wear particles. PE wear particles are known to cause an inflammatory reaction and subsequent osteolysis.[@B21] Moreover, metal wear particles and PE wear particles can exert a synergistic effect.[@B10] Metallosis due to catastrophic liner wear leads to osteolysis and loosening.

The problems caused by metal wear particles have been identified recently due to failed metal-on-metal THA and resurfacing THA.[@B22],[@B23],[@B24],[@B25] Pseudotumor is one such problem. Pseudotumor was first described as a soft-tissue mass associated with the metal-on-metal resurfacing implant, and it is neither malignant nor infective in nature.[@B25] Substantial necrosis and a heavy macrophage infiltrate were noted around the pseudotumor. The adaptive immune response also plays an important role in the development of pseudotumor.[@B23] Direct cytotoxicity of metal particles and immunologic reaction play an important role in problems related to metal ions.[@B22],[@B24] The increased incidence of osteolysis after revision THA following severe metallosis could be partially explained by the same phenomenon.

In conclusion, the survival rate of revision THA in patients with metallosis following a catastrophic failure of a PE liner was found to be low. A substantial amount of PE wear debris and the infiltration of metallic wear particles in the periprosthetic tissues might lead to progressive bone loss and implant loosening, even after revision THA. The patient, in whom this catastrophic condition is detected during revision surgery, should be informed that he/she has to regularly attend follow-up visits due to a high possibility of additional revision surgeries.
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![Metallosis following catastrophic failure of polyethylene liner. (A) Grade III metallosis was observed around the hip joint during revision total hip arthroplasty (THA). (B) A photomicrograph of a specimen taken during revision THA shows histiocytic infiltration with abundant metallic debris (H&E, ×400).](cios-7-46-g001){#F1}

![(A) Catastrophic polyethylene wear and osteolysis were observed 10 years after primary total hip arthroplasty (THA). (B) Revision THA was performed using a ceramic-on-ceramic bearing. (C) There was no osteolysis or loosening 11 years after revision THA.](cios-7-46-g002){#F2}

![(A) Catastrophic polyethylene (PE) wear and osteolysis were observed 8 years after primary total hip arthroplasty (THA). (B) Revision THA was performed using a ceramic head and a PE liner. Due to loosening of the acetabular cup (C), re-revision THA was performed 9 years after revision THA (D).](cios-7-46-g003){#F3}

![Flowchart demonstrating the clinical and radiographic results of 13 hips with osteolysis after revision total hip arthroplasty following metallosis from catastrophic liner wear.](cios-7-46-g004){#F4}

![The Kaplan-Meier survival curve with osteolysis (A) and loosening (B) as the end points.](cios-7-46-g005){#F5}
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Demographic, Clinical and Radiographic Data of 23 Hips with Metallosis from Catastrophic Wear

![](cios-7-46-i001)

THA: total hip arthroplasty, BMI: body mass index, M: metal, P: polyethylene, C: ceramic, NA: not available, XPE: crossed linked polyethylene.
